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MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVIGES
STATE PUBLIC HEALTH LABORATORY

BREATH ALCOHOL PROGRAM RECEIVED

DATAMASTER MAINTENANCE REPORT By Carol Day at 2:47 pm, May'12, 2014

—

Complete this report at the time of tha regular monthly preventive malntenance check (not to exceed 35 days).
Complete this report whenever the instrument Is sarviced or repaired and whenever it is placed into sorvice.
Retain the original and send a copy within 15 days to the Breath Alcohol Pragram, DHSS,

DATAMASTER SN HAME OF AQENCY DATE OF INSPECTION

203029 MARYLAND HEIGHTS PD 05/07/2014

LOGATION OF INSTRUMENT {STREET AND CITY) TIE OF FNSPEG‘Z!ON
11911 DORSETT, MARYLAND HEIGHTS MO 63043 3:34 am
CHRECKLIST: Place a mark in the box by each item if found to be satistactory or it operating within established limits, (Write In observed values

where determined.) Unmarked items must be corrected before using instryment,

M DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 08/07/2014 @ 03:34 HRS.

COMPUTER DETECTOR

M PrOGRAM ' M ritERS

M HEATERS SAMPLE CHAMBER 49°¢ M QUARTZ STANDARD
FLOW DETECTOR M cALIBRATION
PUMP HIGH SPEED 1 PRINTER

M INDICATOR LIGHTS |
BA SIMULATOR SOLUTION SuPPLIER QUTH LABORATORIES, INC 1,01 # 14030 EXP. DATE 01/20/2016
SD3412 exp. pate 10/03/2014

M SIMULATOR TEMP (34°C +0.2°C) 34.0 *C SIMULATOR SN

E CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution. All three tests must be within +5%, of the slandard value and must have a spread of .005 or
less. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED}

M 0.1009% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
[ 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[ 0.040% STANDARD - MUST READ BETWEEN 0,038% AND 0.042% INCLUSIVE

TEST 1 ™ 007% TEST2# 097% TEST 3 = Q98%

PERFORM R.F}. TEST (PRINTOUT ATTACHED) ' _

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS) : :

REFUSALS 0 [(0-.04) 0 (.05-.09) 0 (.10-.14) 0 (.15-19) 0 OVER.19 O

ST v NEW PARTS AND DESCRIBE AWY ALTERATION OR MODIFICATION THAT WA MADE T0 RESTORE THE (NSTRURENT 10 OPERATE SATISFACTORILY AND WITHIN ESTABLIEHED LIMITS
(USE OTHER BIDE IF NECESSARY).
MEETS DHSS SPECIFICATIONS, JRS24

INSPECTING OFFICER =~ -
SIGNATURE :

PRINT FULL NAME

» JAMES R SCHNURR

ot : e
fd RE{FIRAT 4 : =
2{28 I‘EZ%W NUMBER/EXPIRATION DATE 0312412 01/6 TELF_:;%ni NU ji 2? gﬂ“ g, _zﬁ ﬁ

RETURN COMFLETED REPORT TO THE: Breath Alcehol Program, MO Deparment of fealth and Senlor Sarvices, Southeast District Office
2876 James Blvd,
Popfar Bluff, MO 63801

MO 820-1468 {2-08) AN EQUAL OPFORTUNMITY/AFFIAMATIVE AGTION EMPLOYER LARNIG
sordeas providad o b rAaaerimeery Bl
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- ICERTIFICATE OF :ANALYSIS

las

" Cortified Aicohol Ré;f.aiféﬁ-eie.a:;sfi’a;‘!ﬁi’rciii‘fé foisin amr o

-,

-0 1215% (w/vol) cthyl alcohol ‘Ihe expnatlon date for this jot
-number xs Januarylﬂ,zow at 11 59 PM Sy

’I‘hg aicohol zmd water used rn thls solutlon were

'-fre,e of test mtert‘enng substances

GUTHfLABORAT@R}Es INO.. B

NIST Traceab:my ) ‘ .
Tesiing . was- conducted- using Cenmanr Rpfw enae Sxandara' !or number FN122211-02 whose -
valuas are traceable 10. NIST. .

" Al balanges ara’ ¢altbrared anviuglly. by an oufside agency.usipg, NIST :raceébla welghty.

" Calibratlon verj:cauon is:dane priar to eaoh nse utilizing N!ST traceable weights -
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;r' Face :I‘his Side Down — This Edge In First -
BAC DataMaster
Evidence Ticket

STRTE OF MISSOURI
MARYLAND MEIBHTS POLICE DEPARTMENT

BRC DATAMASTER SERIAL MNUMBER RG2S
B3.-G7 14
n3: 34
~=— NIARMOSTIC CHECK ———
© COMPUTER: OkAY

PROGRAM «94-67~2009>1  OKAY

"HEATERS

SAMPLE CHAMEER: 49¢

FLOW DETECTOR: OKAY

PuMp

" HIBH SPEET: KAY

- DETECTOR! aKAY

i FILTERS OKRY
L QUARTZ STANDARK: QKAY

:CHLIBRHTIDH: OKRY

o PRINTER TEST
U MRS Oty ~. /BIES45ETRS § (=) PEABCIEF

:'-HIIhLHHDP&PTT”vMKYZE\J“ * shedef ghi ik bane
pars tuuxyz4 | 7

(‘)pc}r.at‘or Signahne%%l/ ig/
it —

220802




R Y N A SiaXuzzliaT

o

MaE Lol e

Face This Side Down - This Edge In First

BAC DataMaster
Evidence Ticket -

STATE OF MIZIOURI
MARYLAND HEIGHTS POLICE DEPARTMENT

BAC DATAMASTER SERIAL NUMBER 202629
B3-.67714

TESTING DFFICER!:

SCHNLIRR - JAMES

OFFICER 1.D.t &24

PERMIT NUMPER: 240136

EXPIRRTION DATE: 8Z-24-16

MISCELLANEOUS DATA:

=== SLIPERVISOR MODE ~w=

BLANK TEST ) A% A8
INTERNAL STRMDARD YERIFIED A8
- EXTERMAL STANDRRT N B3 IS
BLANK TEST . AGa e
© EXTERNAL STANDRRD .e9y B 49
BLAMK TEST . A00 g2t 40
EMTERNAL STAMNDARD .52 BEr41
| . ELANK TEST . BoA B3:41
' SIM. = .t
CRVB. = .0973
. Operator Signetui %%
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Face This Side Down — This Edge In First

BAC DataMaster
Evidence Ticket

STATE OF MISSOURT
MARYLAND HEIGHTS POLICE DEPARTMENT

BFAC PRTAMASTER SERIAL NUMRER 2R3ezs
856714

. ARREST TIME: @G:om
SUBJECT HAME:
TEST/RF1
DOE: 131-11-11 SER: M
STRTE-D.L. ¢ MO-NA
RRRESTING OFFICER:
. MR
. OFFICER 1.1.: R
TESTING OFFICER:
SCHNURR~JRMES:
OFFICER f.m,.: BE24d
PERMIT NUMBER: 248126
TEMPIRATION DATE: G5 242160
C MISCELLANEQUS TATA:

-—~ BRERTH ANALYSIS —--

éi;{i]BLHNK TEST . 008 B3t 44
— JINTERNRL STANDARD YERIFIED @3144
(. RADIO INTERFERENCE

Operatar Sign&mﬁ«%ﬂﬂ/ a%
£8208-02
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